A New Methodology for the Temperature Testing of Thermostatic Chambers Used in the Food-Meat Industry by Dennis Jankovich et al.
Tehnički vjesnik 25, Suppl. 2(2018), 319-325     319
ISSN 1330-3651 (Print), ISSN 1848-6339 (Online)    https://doi.org/10.17559/TV-20161117070318
Original scientific paper 
A New Methodology for the Temperature Testing of Thermostatic Chambers Used in the 
Food-Meat Industry 
Dennis JANKOVICH, Krešimir OSMAN, Vili MILKOVIĆ 
Abstract: This paper aims to develop a new testing methodology to evaluate the measurement uncertainty of temperature field of thermostatic chambers used in the food-
meat industry. The proposed methodology qualitatively evaluates the following parameters of a chamber's working space: mass of a product in a batch, thermal processing 
temperature, temperature in the geometric centre of product after shower cooling, duration of thermal processing, spatial temperature gradients and stability, heating and 
cooling dynamics between two temperature working points and temperature measurement uncertainty. As many different practical technical issues arose, by using the 
Response Surface Method, we analysed the impact of input test parameters to predict the unknown values of predefined output parameters based on known values of 
influential input parameters, and to actually rank each resulting impact of each input test parameter.  
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1 INTRODUCTION 
Within different production facilities and testing 
laboratories of present-day food industry, the thermostatic 
test chambers are one of the most significant links in the 
process of quality control and assurance, and their 
performance should be subjected to detailed evaluation. 
This aims to allow its broad applicability to obtain all the 
relevant parameters with respect to the implementation, 
optimization and improvement of thermal processing of 
semi-durable meat products (TP) [1], and to control the 
value of all the principal thermodynamic influential 
parameters such as TP temperature (TTP), duration of TP 
(tTP), temperature in the geometric center of product after 
shower cooling (TGC), and a product cooling time [1, 2]. 
This research presents a new methodology for a qualitative 
testing and validation of thermostatic chambers used for 
TP. The main three thermodynamic parameters of the 
chamber working space are: the spatial temperature 
gradients, spatial temperature stability and heating and 
cooling dynamics between two temperature working 
points. The main motive for this research was to improve 
and update an existing obsolete thermostatic chamber 
testing methodology for TP. In most major food 
companies, they do not meet fundamental requirements [3] 
for the sustainable competitiveness of semi-durable meat 
products on the future common food market of the 
European Union Member States and North American 
Countries. For that reason, a new testing methodology 
needs to be supported by more recent improvements that 
will comply with different demands of present-day 
customers. The basic problem arises from a fact, that the 
present dynamics of cooling of semi-durable meat products 
after TP causes an undesirable impairment of almost all the 
mechanical properties [4, 5] of casings and skins and poor 
quality of distribution of edible matter in most semi-
durable meat products. In recent years, most European 
meat companies have replaced most of their old chambers 
of TP with completely new and modernized thermostatic 
chambers. The main reasons for such replacement are: 
obsolete geometric performance and control, and inability 
to continuously monitor the required increase in 
production. It arises from this that an existing old chamber 
control system fails to fully comply with the requirement 
of precisely maintaining the TTP value [6], which is also 
main, defined working parameter. The newly installed 
thermostatic chamber for TP [7] is plant including 
smoking, boiling, sooting, frying, heating and baking of all 
the types of semi-durable meat products. As a result of 
demands for greater energy savings in chamber's operation, 
an entirely new process of TP has been developed and 
called "Delta Cooking" [8], which is characterized by very 
small losses in a product weight. As regards everyday 
engineering issues, the Response Surface Method (RSM) 
[9, 10] represents a highly efficient tool for finding and 
obtaining unknown outputs based on the known inputs, a 
possibility of predicting probable solutions based on the 
known outputs and classifications (ranks) of influence and 
effect of each parameter. During the experimental 
processing of all  information obtained for two-factor and 
three-factor experiments, we used the Design Expert 
software package, version DOE 7.1.6 (Design of 
Experiments) [11], to plan and analyze our experiments. 
The problem was reduced to determining the influential 
input parameters on the output parameter tTP. The 
thermodynamic process of conductive heat transfer [12] is 
assumed as a physical model of forced convection, i.e. the 
flowing of dry saturated steam on the transversal pipe beam 
(vertically hanging batch of selected product "Krainer 
Sausage"). The assumed parameters have a significant 
impact on the heat transfer coefficient [13]. This impact has 
an effect of saturated steam streaming to the thermal 
processing sausage batch (defined model of the heat 
transfer direction is: saturated steam →exterior side of 
sausage →geometric center of sausage). Mentioned 
assumed parameters are defined as input-influential 
parameters that have a direct impact on output-preset 
parameter, which is tTP. The selected influential 
parameters: mass of a product in a batch (m), TTP and TGC 
are input parameters and only tTP is the output parameter. 
2 DEFINITION OF EXPERIMENT 
These experiments represent the satisfactory 
dependence of two mathematical functions (models) in the 
used software package. The two factor and three-factor 
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experiments were conducted according to the literature 
[14, 15] and Fig. 1 presents both of them. 
The first case was an experiment defined by two 
assumed influential input parameters m and TTP, while the 
assumed output parameter was tTP. The second experiment 
was defined by three assumed influential input parameters 
of which the first two are identical as in the first case, while 
the third one was defined as TGC, and the assumed output 
parameter was identical as in the first case, tTP. In the next 
report, we will give an analysis of DOE data for two-factor 
experiment. 
 
2.1 Report of the Two-Factor Experiment 
 
The response is tTP parameter and an analysis of 
variance (ANOVA) for the RSM is a quadratic model. The 
ANOVA table is a partial sum of squares. For the two-
factor experiment, the quadratic model [11] yielded as the 
only valid satisfactory input/output parameter dependence 
model. The experiment was carried out using "Design 
Expert" software, version 7.1.6. 
The Model F-value of 53,71 implies that this model is 
significant! There is only a 0,01% chance that the "Model 
F-value" this large could occur due to noise. The values of 
"Prob> F" less than 0,0500 indicate that model terms are 
significant. In this case A, B, AB, A2 and B2 are significant 
model terms! The values greater than 0,1000 indicate that 
model terms are not significant! If there are many 
insignificant model terms (not counting those required to 
support a hierarchy), a model reduction may improve this 
model. The "Lack of Fit F-value" of 0,43 implies that the 
"Lack of Fit" is not significant relative to the pure error. 
There is a 82,06% chance that the "Lack of Fit F-value" 
this large could occur due to noise. Non-significant lack of 
a fit is good (we want the model to fit). The "Pred R-
Squared" of 0,8755 is in reasonable agreement with the 
"Adj R-Squared" of 0,9564. The "Adeq Precision" 
measures the signal to noise ratio used to navigate the 
design space. The final equation in terms of all the actual 
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Figure 1 Presentation of input and output parameters for the two-factor and three-factor experiments 
 
Table 1 The results of the two-factor experiment 
Source Sum of squares df Mean square F-value P-value, Prob > F  
Model 1,397×105 5 27.948.8153,71  < 0,0001 significant 
A − m 15.889,89 1 15.889,89 30,53 0,0009  
B − TTP 4.395,03 1 4.395,03 8,45 0,0228  
AB 40.543,26 1 40.543,26 77,91 < 0,0001  
A2 54.149,56 1 54.149,56 104,06 < 0,0001  
B2 33.121,88 1 33.121,88 63,65 < 0,0001  
Residual 3.642,74 7 520,39    
Lack of Fit 2.630,24 6 438,37 0,43 0,8206 not significant 
Pure Error 1.012,50 1 1.012,50    
Cor Total 1,434×105 12     
 
 
Figure 2 Internally studentized residuals 
 
 
Figure 3 The response function 
 
2.2 Report of the Three-Factor Experiment 
 
The response is tTP parameter and an ANOVA for the 
RSM is a cubic model. The ANOVA table is a partial sum 
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of squares. For three-factor experiment, the cubic model 
[11] yielded as the only valid satisfactory input/output 
parameter dependence model. As in the previous case 
"Design Expert" software, version 7.1.6. was also carried 
out. 
The Model F-value of 7,27 implies that this model is 
significant! There is only a 3,42% chance that the "Model 
F-value" this large could occur due to noise. The values of 
"Prob > F" less than 0,0500 indicate that model terms are 
significant. In this case C, AB, AC, A2, ABC, A2C, AC2 and 
C3 are significant model terms. The values greater than 
0,1000 indicate that model terms are not significant! If 
there are many insignificant model terms (not counting 
those required to support a hierarchy), a model reduction 
may improve this model. The Case(s) with leverage of 
1,0000: the "Pred R-Squared" and PRESS statistic not 
defined the "Adeq Precision" measures the signal to noise 
ratio. A ratio greater than 4 is desirable! Our ratio of 7,788 
indicates an adequate signal. This model can be used to 
navigate the design space. The final equation in terms of 
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Table 2 The results of the three-factor experiment 
Source Sum of squares df Mean square F-value P-value, Prob> F  
Model 2,415×105 15 16.097,20 7,27 0,0342 significant 
A − m 3.413,29 1 3.413,29 1,54 0,2823  
B − TTP 15.739,34 1 15.739,34 7,11 0,0560  
C − TGC 75.571,13 1 75.571,13 34,12 0,0043  
AB 23.012,72 1 23.012,72 10,39 0,0322  
AC 77.264,85 1 77.264,85 34,89 0,0041  
A2 56.395,54 1 56.395,54 25,47 0,0072  
ABC 23.056,40 1 23.056,40 10,41 0,0321  
A2C 53.696,52 1 53.696,52 24,25 0,0079  
AC2 56.794,71 1 56.794,71 25,65 0,0072  
C3 20.027,93 1 20.027,93 9,04 0,0397  
Residual 8.858,50 4 2.214,63    
Lack of Fit 8.858,50 3 2.952,83    
Pure Error 0,00 1 0,00    
Cor Total 2,503−105 19     
 
 
Figure 4 Internally studentized residuals 
 
 
Figure 5 The response function 
 
The RSM provides and evaluates an optimized 
procedure of selecting all the influential parameters, which 
can reflect the real preference in the next proposal testing 
methodology of any thermostatic chamber's working space 
used in the food industry. 
 
3 TESTING METHODOLOGY 
 
The observed thermostatic test chamber was tested in 
an area located away from direct impact of daylight, but 
still under sufficient influence of ventilated exterior air. 
The used test chamber ensures a three-dimensional closed 
working space with high air temperature stability. 
Consequently, this type of test chamber has a working 
space with fully controlled air temperature. For the purpose 
of evaluating quality of the working space, the proposed 
and applied testing methodology defines 3 main 
characteristics of the most influential parameter, i.e. air 
temperature in TP: spatial temperature gradients, spatial 
stability of TTP and heating/cooling dynamics between 2 
temperature points within the working space. The targeted 
development of such new testing methodology to evaluate 
the quality and to optimize the process of TP requires 
effective control of predefined main influential parameters 
such as: TTP, tTP, heating/cooling speed, and spatial 
temperature stability within working space. A thermostatic 
test chamber is defined as a chamber with forced 
convection. Because of the great importance of obtaining 
an integral measurement results, this testing used platinum-
resistance thermometers as the measuring temperature 
sensors were placed inside the working space. According 
to the literature [16], the measuring sensors are placed in 
the working space by determining experiential distance of 
approx. 1/10 of width (height, depth) between a border 
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zone and each test chamber's wall. The measuring sensors 
are placed in 2 or 3 equal spatial level-planes, which are 
parallel to the rear wall of chamber. The number of 
measurement points is defined for each level-plane, and the 
ranges between up to 9 for the large volume chambers and 
5 for the small volume chambers, and the circular cross 
section chambers (see Fig. 1, [16], page 2). In this case, we 
tested ASL 3641 type of thermostatic chamber 
(manufacturer: "Maurer AG") having interior volume of 
11,47 m3, which is classified as a large chamber [7]. The 
temperature sensors were placed within the working space 














Figure 6 The spatial placement of 15 temperature sensors in thermostatic test 
chamber 
 
To adhere to such test chamber’s classification and to 
provide greater accuracy of the measurement results, we 
set a total of 15 measuring sensors within the working 
space (see Fig. 3, [17], Section 7.1.1.2, page 13). It is 
necessary to define at least 3 set points (SP) at 5%, 50% 
and 95% temperature load within the working space. The 
procedure of the air temperature measuring starts by setting 
the selected set temperature value TSP at SP by using the 
steam heater regulator, after which the measured 
temperature values are recorded and stored in the regular 
time intervals of 1 s, starting from the value of TRP at 
reference point (RP) and proceeding to the set temperature 
value TSP at SP in TP process. These results are in a set of 
the measured temperatures Ti,j at the measurement points i 
= 1, 2, …, N  in a time interval for each measurement point. 
According to the literature [16] by using Eqs. (1)-(15), it is 
possible to define the following 2 parameters: An average 
share of temperature increase ∆TRP/∆τ at RP which can be 
defined by using Eq. (1), and a spatial stability of TTP. The 
test measurements begin after the temperature stability is 
achieved at SP, and all the temperature values are stored 
within a total time interval set for the process of TP of each 
selected semi-durable meat product, which ultimately 
results in the set of measured temperatures Ti,j. As the 
spatial temperature gradients and temperature instabilities 
have different sources of their origin, we prefer a 
mathematical model of temperature instability based on the 
separate time bases. It arises from that the time-averaged 
temperatures on such measurement points i are defined as 
a temperature arithmetic mean Ti,d by using Eq. (2). The 
maximum temperature instabilities δTd at point (i, δTi,d) are 
calculated by using Eq. (3). The maximum spatial 
deviation of time-averaged temperatures is separately 
calculated for the positive ∆TRP+,d and negative ∆TRP-,d 
deviations by using Eqs. (5)-(6). The maximum spatial 
temperature deviation ∆TRP,d in relation to the test 
chamber’s RP is defined by using Eq. (7) and the maximum 
spatial temperature gradient through the working space 
∆TC,d is calculated according to Eq. (8). For the 
temperatures Ti,d (i = 1, 2, …, N), the temperature drift may 
be estimated by using Eq. (3). The deviations of a time-
averaged temperature TRP,d at RP in relation to the 
temperature set at current SP TSP within the test chamber, 
DTSP is calculated by using Eq. (15). An ambient 
temperature within the working volume (see [17], Section 
8.4, page 15) results in the readouts of temperature values 
at all the measuring sensors, which are then stored as a 
maximum every minute. At least 30 recordings per 
measuring sensor are taken and a duration of temperature 
measurements is at least 30 minutes. The first step is 
determining the mean temperature value of each measuring 
sensor Tm,j. The second step is to determine an air 
temperature. 
The measurement uncertainty at exit of the test 
chamber’s measurement system is determined using an 
appropriate calibration system of the observed test 
chamber [7]. The temperature sensors are Pt-100 contact 
resistance sensors. A time interval of 10 s to 40 s should 
account for 50% of each measuring sensor’s response time, 
while an entire system’s response time must be less than 40 
s (see [18], Section 4.2, page 15). To confirm a monitoring, 
the measurement data must be recorded at least once a 
minute. The temperature change share is determined as 
follows (see Fig. 8, [17], Section 9.5, page 21). 
 
4 DESCRIPTION OF THE NEW TEST AND 
MEASUREMENT LINE 
 
The purpose of a new test and measurement line is to 
monitor and control the even distribution of TTP within the 
working space in a standard operating process of TP. This 
line consists of a multichannel data system, including as its 
main components: PC, measuring and central monitoring 
software package, network multichannel multiplexer, 
input/output module (card), temperature measuring sensors 
and connecting/signal cables. The used "LabVIEW" 
software package enables an effective monitoring of 
industrial production and facilitates the processing of data 
gathered. The data is collected by a sampling using of 
multichannel multiplexer, and it is transferred using an 
information network, scaled and used to develop a visual 
interface and database. The scaled data is stored in a 
database and is then simultaneously processed and 
numerically and graphically displayed. The user creates a 
database and the data stored therein can be used for further 
processing and gathering of information in the numerical 
and graphic formats. In this case, we use 2 input/output 
modules with a total of 16 channels (measuring sensors). 
The module is designed to receive up to 8 measuring 
sensors (in this case 2 input modules receive a total of 16 
measuring sensors). The period of refreshing (updating) 
data from all the channels (a total of 16 channels) is 1,08 s 
and associated error is 0,016 °C. This module uses its own 
processor to linearize and scale the input signals within a 
predefined temperature range. The measuring sensors 
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triple core connection eliminates any measuring errors 
resulting from a cable length. 
 
Table 3 The results of final evaluation of thermostatic test chamber 
The temperature set points  
Temperature 
Parameter Ref. Eq. Value umj 
The average share of temperature increase at RP. ∆TRP/∆τ [16] (1) 15,25 °C/h --- 
The maximum spatial temperature deviation in relation to the test chamber's RP. ∆TRP,d [16] (7) 0,34 °C 0,3 °C 
The maximum spatial temperature gradient through working space. ∆TC,d [16] (8) 0,54 °C 0,3 °C 
The maximum temperature instabilities at point (i, δTi,d) that reflects a quality of the test chamber's 
temperature control circle.   δTd [16] (3) 0,13 °C 0,0°C 
The deviation of time-averaged temperature at RP in relation to the temperature set at the current SP 
within the test chamber. DTSP [16] (15) 0,04 °C 0,2°C 
 
 
Figure 7 The process of TP for "Krainer Sausage ∅32 mm" 
 
5 MEASUREMENT UNCERTAINTY 
 
 The measurement uncertainty [19, 20] is a numerical 
indicator of a measurement result’s quality. It is expressed 
by a standard deviation (standard measurement 
uncertainty, u) or a standard deviation multiple (expanded 
measurement uncertainty, U). According to the literature 
[20] of our evaluation method, the uncertainty components 
are divided into 2 groups: the first group comprises 
components uA determined by using the statistical methods, 
while the other group comprises components uB that are 
estimated by other ways (most commonly by using 
equivalent standard deviation) [21]. What is critical for this 
case is a measurement uncertainty of platinum resistance 
thermometer that consists of the following measurement 
uncertainty components: uncertainty of observed 
thermometer as specified in the calibration certificate, 
uncertainty of the resistance bridge as specified in the 
calibration certificate, uncertainty of the thermometer drift, 
uncertainty of a gradient (bath, furnace) and uncertainty of 
the gauging instrument (calibrator) resolution. The 
measurement uncertainty is considered as a type A [22-24] 
in i measurement points at 95% reliability. By stabilizing 
the temperature at all the 15 measuring points within the 
working space, we achieved the defined constant value of 
allowed deviation of ±0,5 °C between its actual and set 
values. These changes are evaluated by using the 
operator’s graphic readouts and their evaluation is a source 
of measurement uncertainty [25, 26] for the beginning of 
measurement. There are no types of interference other than 
normal; the initial interference situation is established as 
soon as we obtain dispersion of the temperature parameter 
mean value, which does not substantially change over time. 
The measurement record is divided into several equal time 
intervals during each measurement, and temperature has an 
infinite number of values (see [17], Annex C, page 38). It 
is predefined by using the mean temperature value and 
variance parameters. We predefined the number of 
repeated measurements k = 30 performed during each time 
interval i. The mean temperature value xi,d is defined by an 
expression used to calculate "actual mean value" of 
temperature within the time interval i. The measurement 
uncertainty test includes a verification of 4 selected 
hypotheses (hypotheses A, B, C and D) with a reliability 
limit of 95% for each observed time interval (see [17], 
Annex C, page 38-40). The measurement uncertainty 
estimation is based on the mean temperature values for 
each sensor and includes 3 basic components that should 
never be ignored (see [17], Section D.1.2.1, page 40-41). 
The first component is a repeatability which is evaluated 
by using an experimental standard deviation sj and a not-
standard error of mean value. The second component is 
defined as sj which shows any changes in the observed 
measured parameter by using j temperature measuring 
sensors. The third component is defined as a compound 
measurement uncertainty of chamber measurement system 
ucj, which consists of temperature measuring sensors, 
converter, screen and other ancillary parts. The final value 
of compound measurement uncertainty umj is estimated by 
using an expression including an experimental standard 
deviation component sj and a compound measurement 
uncertainty component of chamber measurement system 
ucj, while an expanded measurement uncertainty Umj is 
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estimated by using an expression including an expansion 
factor kf = 2 (see [17], Section D.1.2.1, page 41).  
 
6 DISCUSSION OF RESULTS 
 
The final evaluation of thermostatic test chamber [27] 
is obtained from the measurement uncertainty of 
temperature field established within the working space 
during the process of TP for the meat product "Krainer 
Sausage ∅32 mm". The results of final evaluation are 
presented in Tab. 3. The mean temperature value at RP  in  
an initial time interval of 1 s for all the 15 installed 
temperature sensors was 26,03 °C, while TTP was 
predefined as TTP = TSP = 78 °C. The value increase at TTP 
in relation to the initial value of 26,03 °C up to the specified 
temperature value TSP is presented in Fig. 7. The 
measurement uncertainty is considered to be a type A for 
the total of 15 temperature sensors with 95% reliability. 
The spatial temperature stability at each measurement 
point within the working space resulted in a defined 
constant value of TTP allowed deviation of approx. ±0,5 °C, 
as between its actual and defined values [28]. The 
methodology proposed took into consideration the defined 
thermodynamic parameters to evaluate the measurement 
uncertainty of resulting temperature field [29]: ∆TRP/∆τ, 
∆TRP,d, ∆TC,d, δTd and DTSP. The results of final evaluation 
present an air heating/cooling dynamics within the working 
space between 2 temperature working points, the 
individual and aggregate influences of all the influential 
parameters, and an evaluation of associated measurement 
uncertainty. 
 
7 CONCLUSION AND DIRECTIONS OF FUTURE 
RESEARCH  
 
The new testing methodology proposed and used is 
defined as a model of the test/measurement/information 
system for collecting data on a particular semi-durable 
meat product. A review of theoretical field was used to 
learn about a series of assumed and actual influential 
characteristics that inevitably affect the observed process 
of TP within the thermostatic test chamber working space. 
Such influential characteristics define the basic 
requirements that must be considered when defining the 
test/measurement/information infrastructure for the 
presented model. This paper describes the RSM that 
provided a relevant information about the number and 
ranks of all the relevant influential parameters with respect 
to the observed process of TP and the final product itself. 
We will underscore as an important step in this method, a 
selection of input influential parameters and the intended 
output parameter in defining and conducting the two-factor 
and three-factor experiments. The authors see further 
research in an integration of the presented testing 
methodology and a new one with all the phases in lifecycle 
of both, present and future, completely new semi-durable 
meat products. The described model for collecting relevant 
data about a particular semi-durable meat product should 
be extended to initial phase of observed process of TP, 
where above mentioned issues arise in the form of 
unwanted volume deformation and poor distribution 
quality (porosity) of product’s edible matter, which was in 
particular reported for observed product "Krainer Sausage 
∅32 mm". The issue of integrating proposed testing 
methodology with other computing tools that technologists 
currently use on a daily basis in a meat industry remains 
open. What is not considered in this paper, but may be 
predicted with a great certainty is a need to include all the 
measurement data associated with a product’s geometry. 
The methodology for evaluating an impact of all the 
influential parameters on an uncertainty of temperature 
field within the working space is detailed in this paper and 
opens to further discussion. Also, as a future research, the 
authors propose an investigation of usage of similar 
statistical methods (such as a statistical method of Multiple 
Regression Analysis) and give an overview of comparison 
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DTSP deviation of time-averaged temperature at RP in relation 
to the temperature set, °C 
i  measurement point       
j  temperature measuring sensor      
k  number of repeated temperature measurement   
kf  expansion factor         
m  mass of a product in a batch , g 
n  number of measurements       
N  total number of temperature measuring sensors   
sj  experimental standard deviation, °C 
sr  component of standard error of repeatability, °C 
tTP  duration of TP, min 
TGC  temperature in the geometric centre of product after 
shower cooling, °C 
Ti,d  time-averaged temperatures on such measurement 
points i, °C 
Ti,j  set of measured temperatures at measurement points, 
  °C 
Tmj  mean temperature value of each measuring sensor, °C 
TRP  temperature value at RP, °C 
TRP,d deviations of time-averaged temperature at RP, °C 
TSP  temperature value at SP, °C 
TTP  temperature of TP, °C 
u  standard measurement uncertainty, °C 
uA  uncertainty components determined by statistical 
methods, °C 
uB  uncertainty components estimated on other ways,  
  °C 
uc  maximum component value of compound 
measurement uncertainty of the chamber′s  
 measurement system, °C      
ucj  component of compound measurement uncertainty of 
chamber's, measurement system, °C    
umj  initial value of compound measurement uncertainty, °C 
U  expanded measurement uncertainty, °C 
Umj  estimation value of expanded measurement 
uncertainty, °C 
xi,d  mean temperature value, °C 




δTd  maximum temperature instabilities, °C 
∆TC,d maximum spatial temperature gradient through the 
working space, °C 
∆TRP,d maximum spatial temperature deviation in relation to 
the test chamber’s RP, °C 
∆TRP+,d maximum spatial positive deviation of time-averaged 
temperatures, °C 
∆TRP-,d maximum spatial negative deviation of time-averaged 
temperatures, °C 




A  m, mass of a product in a batch, g 
ANOVA analysis of variance 
B  TTP, temperature of TP, °C 
C  TGC, temperature in the geometric centre of product 
after shower cooling, °C 
DOE Design of Experiments 
RP  reference point 
RSM Response Surface Method     
SP  set point 
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